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INTRODUCTION
It is well known that the performance of people reporting medical images is not perfect, both false positive and false negative decisions can be made, which can impact on the patient pathway. Errors such as these can be put down to two main factors, poor lesion detectability due to the imaging process, and cognitive or perceptual errors.
The quality of an image can be determined in numerous ways. Medical imaging systems are maintained and quality assured using structured phantoms, and measures such as signal to noise ratio (SNR) contrast to noise ratio (CNR), spatial resolution in terms of modulation transfer function (MTF) [1, 2] are used to ensure the system is still functioning within expected limits. It needs to be recognised however, that these measures, although essential for maintaining and assuring standards of equipment, do not represent the complexities of a diagnostic image [1] and their outcome measure is not directly related to any specific radiological task. As well as the natural tissue variations within patients, quality control measures are taken under strict protocols, positioning and acquisition parameters, which do not represent the acquisition of an image of a patient. The term lesion conspicuity is an attempt to represent the visibility of a lesion taking into consideration the structure of the lesion, and the tissues surrounding it as well as taking into account the diagnostic potential of the image for a well-defined radiological task.
Conspicuity
The term 'conspicuity' was first used in 1974 by Revesz et al [3] , and defined as the lesion contrast divided by the surrounding complexity, where the lesion contrast is the density change across the lesion border, and the surround complexity is the rate of fluctuation of the density around the lesion border. This led to a definition of structural, or anatomical, noise which takes into account the surrounding structures and artefacts. However is was recognised within this seminal piece of work that this is a simple equation and does not take into account other features that could affect the conspicuity of a lesion.
Factors affecting conspicuity
An important consideration to take into account is that a diagnostic radiograph is not a simple shadow of the anatomy, it is a complex summation of a polyenergtic beam of X-rays that have interacted in a 3D object within multiple layers. Therefore, as it is a summation of several layers, subtle lesions may be obscured by overlying anatomical structures [4] . Samei et al [5] inserted simulated lesions at different positions on a chest radiographs and found significant variation in lesion detectibility as a function of position, finding that local anatomic variations surrounding and overlying subtle lesions on a chest radiograph that are created by the projection of anatomic features in the thorax, such as ribs and pulmonary vessels, can greatly influence the detection of lesions.
Even in 3D imaging such as CT, adjacent anatomy can obscure lesions. Li et al [6] undertook a review of missed cancers during CT screening using low dose helical CT in a general population, and found that all 32 missed lesions were found to be in the interpulmonary region, and that of the 23 missed lesions due to detection (rather than interpretation) error, 19 of those were due to the fact that the lesions appearance was similar to that of normal structures. When measuring signal to noise or contrast to noise ratio, usually the noise is measured from a background that doesn't include complex surrounding structures, therefore these complexities that affect the detectability of a lesion are not recognised with these standard measures.
Noise is defined as unwanted information on the image[1], and there are two types that need to be taken into account when considering the conspicuity of the lesion: the structural noise and the radiographic noise. Structural noise, as discussed above, is task dependant. However radiographic noise is not dependant on the subject being imaged, but is stochastic in nature and dependent on many factors, such as the exposure factors used and the capability of the detector[1]. Radiographic noise is measured using SNR, and provides information about the system capability, but does not give the full information about the noise within a clinical image.
The size of a focal lesion is an important factor in determining its conspicuity. Many studies have found that lesions that are smaller than 1cm are missed when viewing 2D images [7] , and 3mm is deemed the threshold size limit for detecting a lesion [4] . In mammography Birdwell et al [8] found that 81% of missed lesions in their study were found to be less than 20mm even when retrospectively assessed, and Michealson et al [9] found that the median size of lesions to be detectable by mammographic screening was 7mm, with only 40% of lesions being seen at 5mm. As previously discussed, Li et al [6] found that in CT 11 of the 32 missed lesions could not be identified as they were barely discernible due to their size (<2mm). It is recognised, however, that even the smallest image feature can be detected if its contrast against the background is high enough, and this principle is used to good effect in the contrast/detail test objects in quality assurance programmes [33] .
Contrast is an essential measure of the diagnostic capability of a system. CNR and SNR are standard measures used to represent this, in clinical assessment of images as well as in quality control. They are both size independent if they are used in isolation as quantitative measures of image quality. They represent the difference in signal amplitude between the lesion or test feature and the background [2, 10] . Both SNR and CNR are used as an objective measure of the quality of an image. Measures are taken of the signal of the lesion, and the signal of the surrounding areas and this data is used to calculate either the SNR or the CNR. Contrast agents such as barium sulphate in fluoroscopy, iodine in CT etc. can be added to improve visibility of the structures of interest. Improved contrast leads to greater detectability of a lesion, and so is an important measure of the image quality capabilities of a system.
The sharpness refers to the ability of the system to represent distinct anatomical features within the object being imaged[1], therefore the sharpness of the border of a lesion impacts on its visibility. There are mathematical techniques to measure the sharpness of a system. Point and line spread functions and their Fourier transform, the MTF all measure the resolving capability[1] or spatial resolution of a system, and take into account issues such as focal spot size, the polyenergetic beam, and any magnification that can cause blurring of edges. Blurring can also occur due to voluntary or involuntary patient motion. Blurring causes reduced visibility of details, image un-sharpness and reduced spatial resolution. The 3 mm minimum size of lesion visible, as discussed above is only applicable if the edges of the structure are parallel to the X-ray beam, if the margins are bevelled (either due to blur, or anatomical causes) then this influences the visible threshold size [4] . Edge sharpness has a powerful influence on the probability that an image feature will be detected. This is because loss of spatial resolution reduces the effectiveness of the Mach band phenomenon in the visual system which so enhances narrow gradients between adjacent regions of different grey-level [11] .
In summary, the factors that have been reported to affect the conspicuity of a lesion have been found to be the structural noise within and surrounding a lesion, the size of the lesion, the contrast and the sharpness of the edges.
Measuring Conspicuity
Likert scales are often used in observer studies in attempts to quantify conspicuity [12] [13] [14] [15] [16] [17] [18] , when comparing modalities, varying acquisition factors, or using different contrast agents. The likert scales used vary greatly within these studies, in terms of number of points on the scale, and the terms used for each of the points, and the scale is always task dependant. However, the use of likert scales are open to bias [19] , because both perceptual and cognitive errors may be included within the task, therefore, the use of likert scales is not an objective measure of conspicuity.
Conspicuity has also been assessed using the two alternate forced choice method, 2AFC are those where the participant is asked to choose between two images, one is a static reference image the other varies depending on the research question being asked. Due to the way the studies are designed, these techniques are less susceptible to bias than likert scales and present low variability. However large sets of images are needed and it can be time consuming both in terms of the individual observer, and the number of observers required in the study, making it a costly technique. It needs to be noted however that numerous questions can be asked of the observer, not just the conspicuity, during 2AFC, adding to the complexity depth of the data obtained. An issue to consider with 2AFC is that it provides ordinal data, where the images are sorted in order, and the difference between the ranks are assumed to be equal, therefore the findings are dependent on the dataset used within the study.
Various studies have used region of interest data to measure conspicuity [20, 21] comparing the lesion to the surrounding tissue, and although this is an objective measure that indicates the conspicuity of the lesion it does not take into account the other factors that affect the conspicuity, such as lesion size and sharpness as discussed above.
Manning et al [22] first proposed a method of combining the factors that describe conspicuity into a single equation. This equation took into account those factors that impact on conspicuity of a lesion based on the saliency of the image feature to the visual system, Line profiles were plotted across a lesion, extending into the immediate surrounding background and the following equation was developed. However, there were limitations to this work. The analysis was performed on chest films that were converted to digital format, rather than digital images and only four line profiles were plotted. This was unable to capture the features of the entire lesion, gave only limited information on the distribution of background noise and introduced losses in the digitisation process, It was also dependent on the operators' choice of placement of the lines. A further limitation of the work was the decision to use the maximum angle from the four profiles rather than the mean value of the edge angles. This gave little insight into the radial extent of the maximum edge angle and could therefore overestimate its influence on the salience of the whole lesion. Nevertheless it showed there was value in making such measurement because it could help discriminate detection and decision errors, provide a perceptual guide to the technology of CAD and image enhancement processes and it extended the range of parameters available in eye-tracking experiments. The present work builds on this original set of ideas and provides a more refined and precise means of quantifying the perceptual salience of focal image features.
Perceptual Measures
Kundel et al [23] defined three lesion detection error classifications; search or scanning errors, recognition errors, and decision making errors. Scanning errors are due to the failure of the observer to fixate on the lesion, recognition errors are when the lesion is fixated on yet failing to detect it as a lesion, and decision making errors are incorrect interpretation of the observed lesion [23] , by far the largest proportion of errors have found to be in decision making [23] . Other perceptual errors come from satisfaction of search (SOS) error, where the observers' attention is diverted from the lesion by a more conspicuous finding [24] [25] [26] .
Perception based image quality assessment is far more useful for determining diagnostic capabilities than objective measures, as it is directly related to the way the operator looks at the images, where the quality is directly related to the ability to detect and recognise the lesion [27] . However human observer studies such as ROC-AUC [28] or 2AFC [29, 30] studies can be time consuming, and potentially expensive, and can also yield inconclusive findings, and so additional objective measures are useful to support human observer studies [31] .
When Revesz et al [3] measured the conspicuity of lung nodules, and film readers were asked to determine the presence and location of any lesions, they found that the calculated conspicuity correlated with the probability of detection within a limited range of conspicuity values. Samei et al [5] measured the contrast-diameter product based on local anatomical noise, and found a correlation with detectability of the lesions with this measure.
However, attempting to correlate objective measures with human observer studies has not always proved successful, Manning et al [22] found poor correlation between the measure of conspicuity index and missed lesions in chest radiography and indicated that decision errors were more common than those of detection. However it is recognised that the approach to calculating conspicuity was limited, as only four profiles were applied and also the lack of correlation el et al [22] . M ate visual atte it is observe confined to r e radiological ke a contributio This data was then used to calculate the Conspicuity Index (χ):
A distinction between Equation 1 and Equation 7 is that instead of using the maximum slope angle, the mean value of slope and lesion dimension has been used, this is due to the sensitivity of the data, and the maximum values having the possibility of representing noise instead of real values. However, this can be amended to calculate any values as required.
CNR and SNR can also be calculated using the following equations = − + 2
Equation 8
= − + 2 + 1 + 2 2
Equation 9
Software reliability
The software was tested for reliability by using the Gammex ACR CT accreditation phantom. A Toshiba Aquillion 16 CT scanner was used, and images were acquired using the following parameters: kVp 80, 100, 120, 135; 50-400mAs, in 50 mAs increments; 1, 2, 3, 4 mm slice thickness (acquired and reconstructed) all using singe slices through Section 4 of the phantom, an example image is shown in Figure 2 below. ROIs were drawn and the conspicuity index was calculated. This was repeated four times to assure reproducibility of the conspicuity index calculation. .
Figure 2 -Gammex ACR CT Phantom

Phantom Data
The software was also tested using a realistic anthropomorphic chest phantom "Lungman" [36] , with 4 lesions inserted Figure 3 , Figure 4 and Table 1 below.
Figure 3 -Lungman phantom
Region used to measure conspicuity 
Table 1 -Lesion inserted into Lungman phantom
The phantom was imaged using the same CT scanner on a 1mm High Resolution Chest CT protocol, with varying mAs of between 25-600 mAs. 
RESULTS
Software reliability
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DISCUSSION
All reliability results (Graph 1, Graph 2, Graph 3, Graph 4) were linear with mAs and behaved as expected with varying kVp and slice thickness. This demonstrates that the software is reliable in terms of representing the conspicuity within a DICOM image. Also, the ROIs were drawn 4 times, and as can be seen from these graphs, the standard deviations are very low, demonstrating reproducibility, as can be seen with the small error bars on each of the graphs (Graph 1, Graph 2, Graph 3, Graph 4).
The more clinically representative phantom data using the "Lungman" phantom also demonstrates the reliability of the software, as even in a more complex phantom the results were still as expected with the changing parameters. Graph 5 demonstrates that the conspicuity index increases with mAs up to a point where it plateaus. This demonstrates the lack of improvement in conspicuity with increased mAs, and demonstrates the capability of the software to provide optimisation opportunities for clinical imaging. Graph 6 demonstrates that with low contrast lesions, the conspicuity is low, as expected, the lesions with a greater difference to background (lesion 3) shows the highest conspicuity index, with lesion 4 being the lowest value, as this is the smallest lesion (5mm)
The software has been used on real clinical images, and been shown to function with DICOM images from various modalities and manufacturers, however it has not yet been used to assess the diagnostic performance of real clinical images. Due to the radiation risk, the reliability of the software cannot be established using real clinical images as variables would have to be repeatedly changed on the same participant to demonstrate the behaviour of the conspicuity index, and this would require ethical approval.
Now the software and calculations have been found to be reliable, future work with this software is to compare to perceptional analysis, such as JAFROC, 2AFC and eye tracking.
Although correlations of these distinct datasets may be possible in simple controlled images, such as physics phantoms, there will be the added complications of decision errors, and so this software has the potential to distinguish between perceptual and cognitive errors.
Currently this research has focused on focal lesions, however it is recognised that there are many other lesion types, such as linear or diffuse, future developments of the software may include analysis of these types of lesions.
CONCLUSION
A novel software has been developed that enables the calculation of the conspicuity index of focal lesions in DICOM images.
The software and associated Excel spreadsheet have been tested for reliability and has been shown to provide reliable reproducible results.
